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Hubei Institute of Measurement and Testing Technology

China United Calibration Service
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The measuring equipment used in the calibration is traceable to national primary standards maintained in
National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
national measurement standards and for calibration and measurement certificates issued by national

metrology institutes.
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Hubei Institute of Measurement and Testing Technology Certificate No.

o ANSHAHETHEEM KR INEE T BEENN
This laboratory is a legal metrological verification institution established by the government metrological administrative department
according to law.
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The quality management system for laboratory complies with ISO/IEC 17025 standards.
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Main standards of measurement used in the Calibration
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Environmental condition on the Calibration
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1t's Effect That Results of This Report Relate Only To The Sample(s) Calibrated.
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Data/Results of Calibration
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地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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