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CALIBRATION CERTIFICATE

IEBHRS: [2019DW02330328]
Certificate No.
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Name Of Sample
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Manufacturer

RIS G FRC-100kV

Model/Type

wERS 19050602
No Of Sample
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The measuring equipment used in the calibration is traceable to national primary standards maintained in
National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
nationla| megts_,tjrteement standards and for calibration and measurement certificates issued by national
metrology institutes.
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Hubei Institute of Measurement and Testing Technology Certificate No.

® AREEEAITEITHERII MR AEE T B ENY
This laboratory is a legal metrological verification institution established by the government metrological administrative department
according to law.
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The quality management system for laboratory complies with ISO/IEC 17025 standards.
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Reference documents for the Calibration (Name . Code )
S JIC 496-2016 T4 4 R 5%
: : JJG1007—2005 H i i 43 15 4846 7 2 Verification Regulation of DC High Voltage

ividers
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Main standards of measurement used in the Calibration

BERMN HE/RS RS/ B
Name of Equipment Model/Serial No. Certificate No./Due Date
Riid YL200-100/539 G =
432019400545 /2021-01-13
200kV BT i b ok o1 BH 23 T 8% GF-200/251185 kel
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Environmental condition on the Calibration

i 24.1°C LiEDOpET iR 69 % HE: —
Temperature R.H. Others
Sy —— e FIGIERES : 2019DW02330328

Pressure Place Record No.
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It's Effect That Results of This Report Relate Only To The Sample(s) Calibrated.
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Hubei Institute of Measurement and Testing Technology
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Certificate No.
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Data/Results of Calibration

/ §/
NG

28 EL i I
B B~ AE (kV)
=/ kD) FRAE(E (kV)
AC/50Hz DC
5. 000 5. 00 5.00
Low 10. 000 9.97 10. 00
18. 000 17.90 18.01
20. 00 19.9 20.0
40. 00 39.8 40. 1
High 60. 00 59. 8 60. 1
80. 00 79.8 79.8
100. 00 99.8 99.3
I A R U= 0. 2% =2 Uia= 0.2%, k=2
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地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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