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Name of Customer
g B ik HEMHEKET ZEXHHAKIK60395

Address of Customer

it B & R B W

Name of Instrument

M ow /B S

Type/Specification
e o B

Serial No.

T B W S

Regulation Number

# & 2

Manufacturer

150 % B BRI (X

SXHL-200A

SXB4784

RN =M R EHERRAR

GEBERE) = ¢
b
o' A %/, %

Stamp

Approved by

2020 107 FIENe0 3 E S
ERBE i R % TR
Received Date Year Month Day Approved by
# A vy
¥ B 2020° '#£ 10 A 23 H %I R
Calibration Date Year Month Day Checked by
. ,t )
X B H 2020 £ 10 B 23 %H e X
Issue Date Year Meonth Day Calibrated
Hobik: SRYITHRILX AR A 3452985 EAL I & KEAMRIIE11102 BiE (Tel) : 0755-26718332
Add: Xili Shahexi Road No.5298,BaiwangR&Dcentre,Buildingl, E-mai | :ad@zztest. com. cn
11F,room 1110,Nanshan District, $i¢hzhen,Guangdong,China f£HE (Fax) : 0755-26544550

B4R (Post) :518057

i3k (Web) : http://www.zztest.com.cn
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Thé;;ésult reported here in apply only to the equipment, Calibration items or parameter with "#"
ic beyond the scope of our laboratory accreditation

2. RRBIERIEARAKIE :

Reference documents for the calibration:

£ 88006 1052-2009 (EIEREFEMIAI, BRI EME)

3. RRKAEFEMMEE I BIRERAESR:

Major standards of measurement used in the calibration:

THEELIRALE

SHETREFR
Uncertainty of Measurement or
Maximum Permissible Errors

R/ARM/ES
Description/Model

BEHS

Certificate No.

AEH S/ iR gL

certificate No/Tracealility

AHBEH
Due Date
to
193404648 R HIl3+ 2 B 2020-10-27

“ 203200010R I3+ RBR 2021-01-06

DBS202000878/ % & it
1

DCV: U,,=0. 002%, ACV:: U, +;=0. 01
%, DCI : U, =0: 005%, ACI -0, =0.
02% R U/,5,=0.003%, (k=2)

WF B FAFR34401A

P)
WHR D RMPFFL-27 1004/ T5aV 0.24% 100A/75mV

DCV: U,,;=0. 0004%; ACV: U, ,,=0. 0
07%:DC : U,0,=0. 0013%;ACI : U,
=0, 04%;R: U,,,=0. 0008%

19
D IRRRFL-27 500A/75mV 200411 203200682@1}”?511‘! 2021-02-23

4. BOE/ARMM R IREEN
Place and environmental conditions of the calibration/inspection

A AR 2 BRI iR 23. C BYHEE 56 %

Operation Location

5 BINTREERRR: 20214108228

Next calibration date is recommended

6. &)Ei%% FIROETI H AR ARER/Cal ibrated project meets technical requirements

Calibration results
7. &5%: .

Remarks

2 IHBERDHEIL5520A 7805013 2021-05-
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Result of Calibration

IEHEHS: 09651005260002 #3m #H4m
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1. Sh B &5 3Rt SR A E#
‘Appeirance and interreaction: Pass
2. AR B Y O HE/ Test current calibration:
~ME LhME ®E RVFRE ik
Indication Value Actual Value Error MPE Conclusion
(A) (A (A) (A) (P/F)
50.29 50.06 +0.23 =251 P
100.45 100.12 +0.33 +5.02 P
150.62 150.45 +0.17 + 7.53 P
200.24 200.12 +0.12 + 10.01 P
3. iR 2 BHE/Calibration of indication errors:
WA FRUE(E R E iR = RVFRE ik
Test current Std resistance Indication Value Error MPE Conclusion
(A) (19)] ((T1e)) () Q) (P/F)
50 100 100.02 +0.02 + 0.52 P
2208 | 200.05 +0.05 + 1.02 P
400 400.09 +0.09 +2.02 P
600 600.03 +0.03 + 3,02 P
800 800.05 +0.05 + 4.02 P
1000 999.98 -0.02 25,02 P
100 100 100.05 +0.05 +0.52 P
200 200.08 +0.08 + 1.02 P
400 400.04 +0.04 +2.02 P
600 600.07 +0.07 + 3.02 e
800 800.06 +0.06 +4.02 P
1000 1000.02 +0.02 * 5.02 P
150 100 100.02 +0:02 +10.52 P
200 200.06 +0.06 + 1.02 P
400 400.02 +0.02 +2.02 B
600 600.03 +0.03 +3.02 P
800 800.09 +0.09 +4.02 P
1000 999.98 -0.02 + 5.02 i
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Result of Calibration

RS 09651005260002 AT H4 T
Certificate No. Page of
HEGERT Y PRUEE RRE ®”E RVFRE i
“,\fr }st curpent Std resistance Indication Value Error MPE Conclusion
7 w (1) 1) Q) (HQ) (P/F)
200 100 100.01 +0.01 + 0.52 P
200 199.99 -0.01 + 1.02 P
400 400.23 +0.23 +2.02 P
600 600.02 +0.02 + 3.02 P
800 800.15 +0.15 + 4.02 P
1000 1000.08 +0.08 # 5,00 P
% Notes):
1.JNE 45 R FE AHi 52 FE (Expanded uncertainty of the measurement results):
1.1 HL¥i(Current): U= 1.0% (1A~200A k=2)
1.2 H3 fH (Resistance): Ue= 0.16% (100pQ~10me k=2)

2 4 #E(Reference document)
JIF 1059.1-2012 W B H € BEVFE SRR
(JJF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
(CNEED
(The below is blank)





地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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