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Directions of Calibration
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‘éf? 1. PEHREERRSHRENETX, & SHRERENSHFEANRFLREATEER,
The result reported here in apply only to the equipment, calibration items or parameter with "*" is beyond
the scope of our laboratory accreditation.
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Reference documents for the calibration:

SR {XERREAB

3. FRREFERNEEITBINVERERER:

Major standards of measurement used in the calibration:

THEERRAAZWERESR | RERS EHS/MHREANL
Uncertainty of Measurement or | Equipment Certificate
Maximum Permissible Errors No. No./Traceability to
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Description/Model
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Due Date

s 196397561
oL Upg=1.0%, k=2 SR 19
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Place and environmental conditions of the calibration/inspection
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Operation Locatiori’

AR RE 22¢C EXEE 60%
peration Environment
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Next calibration date is recommended

6. RIEHER: i B RS RAER

Calibration results  Calibrated project meets technical requirements
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Result of Calibration
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%% (Notes) :
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The expanded uncertainty is given in the report by the standard uncertainty
multiplied by the probability of about 95% when the factor .
2. fkiE (Revferenc‘ev‘decument)
JF 30591201 2N B BEEEE SR

/ | ~{JJF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
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地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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