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CALIBRATION CERTIFICATE
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EPER swymnTeaRLT
Name of Customer
B R RAS TS OREBSIR267S
Address of Customer
TREAST: o mmty
Name of Instrument

Y = .
gl
Type/Specification
| & ik
BOE RN s emaresseamRan
Manufacturer
HT RS

© SXAT726

Serial Number

RHOEA i
Appr;ved by é—f ﬁ'

ZHH 2020 & 8 B 27 H B35S
- T
Received Date Year Mon Day Post
RHEHH 2020 £ 8 B 28 H BER % i%
Calibration Date Year Mon Day. Checked by ~
kB H 2020 = 8 B /29 “\H RAER w,_‘, i L]~
Issue Date Year Mon Day Calibrated by \ =
etk SRYITRILL R PERRL PS5 298 SEHEF A AM1#1 1861110 E8iE (Tel) : 0755-26718332
A
Add: Xili shahexi Roadl No 5298, Baiwang R&Dcentre, Building 1, E-mail: ad@zztest.com.cn
11f/'|"oom 1710, Nanshan District, Shenzhen, Guangdong, China {€H (Fax) : 0755-26544550

Mcﬁt‘) : 518057 RHE (Web) : http://www.zztest.com.cn
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Directions of Calibration

SEPRE: [ 20RA00411200016

F2RH3A

1. FEPREERRASHRENETX, 7" SHRERERSEFEAABEREATEEA.

Page of

The result reported here in apply only to the equipment, calibration items or parameter with "*" is beyond

the scope of our laboratory accreditation.

2, FIRBRAERIHARRIE

Reference documents for the calibration:
SHR))G 1052-2009EIEREBPEAIEIY. ERR{UREME
3. RRREFERNEEITBIVEREER:

Major standards of measurement used in the calibration:

BEBR/ES
Description/Model

B RERE T RE

EBfEES

THEERBRAAENERESR | RERS MR S/BIRRAL a8
Uncertainty of Measurement or | Equipment Certificate Bhi b
Maximum Permissible Errors No. No./Traceability to
196397561
=0.6% =
U,=0.6%, k=2 92160133 RYHER 2020/11/19
197516219
U,o=005%; k=2 1301104 i 2020/12/27
7o RHE e

4, BIE/MEIR. TR

Place and environmichtzl conditions of the calibration/inspection

VMRS ¢ ESiE /]

ation Location
RIS RE 22°C TEXSEE
Operation Environment
5. BNTRIRERHRR: 2071 &= 8

Next calibration date is recommended

6. RAEER: FTROEI B RS RAER

Calibration results Calibrated project meets technical requirements

60%
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Result of Calibration

SEBRS | J0RA00411200016 EIMH#3IA
‘.vCemficate NO. Page of
‘{?‘1 MR TAFERRE #a
2 komsE
Bf2: 10A B7E: 5.0A
EE (mQ) BRE (mQ) THEE tEE (mQ) BRE (mQ) EEE
1.0000 1,001 10.000 10.00
3.0000 3.002 30.000 30.01
5.0000 5,002 Prcies 50.000 50.01 Ym0 Ll
k=2 k=2
7.0000 7.003 70.000 70.02
10.000 10.00 100.00 100.0
2 10A B2 0.1A
REE (mQ) 8E (mQ) THEE EE (Q)  BRE (Q) THEE
100.00 100.0 10,000 10.00
300.00 3000 : 30.000 30.01
500.00 500.1 U’*}:’;% 50.000 50.01 U'f:o;%
700.00 7002 70.000 70.01
1000.0 - 1200 100.00 100.0
Zf2: 10mA BiE: TmA
G0 BRE Q) AREE EE Q) BRE (Q) REEE
/" 100.00 100.0 1000.0 1.000
300.00 300.2 3000.0 3.003
500.00 500.3 YRl 5000.0 5.005 Il 1%
k=2 k=2
700.00 700.4 7000.0 7.008
1000.0 1000 10000 10.01

Fie: FRERBERFERAER

#&ix (Notes) :

1. AREFHT BIREERBRENREERG RN S5%HNEaETF 4.
The expanded uncertainty is given in the report by the standard uncertainty
multiplied by the probability of about 95% when the factor .

2. ki (Reference document)

JJF 1059.1-20 1 2B ABEE TR SF=n

(JJF 1059.1 »2012VEva‘luthion and Expression of Uncertainty in Measurement)

&
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地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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