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Name of Customer
B A R AR T LR OR S SHR267S
Address of Customer
TR e
Name of Instrument
e ZGF-120kV/2mA
Type/Specification ﬁ:
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TR e T Y R ¥
Manufacturer &
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Hj. Ll = . _SXAv623 X
Senayl Number d #
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HOEA 2
Approved by éfﬁ'

ZiEEMH 2020025 8 HaE 27 e BR%
: THEIm
Received Date Year Mon Day Post
R E H H 202000 5F = 8 aE T H 08 S IH] ZIR ;E i\ ﬂ
Calibration Date Year Mon Day Checked by s
®REH 2020 & 8. .8 /29%¢VH R )‘?\;;l‘
Issue Date Year Mon Day Calibrated by e =
etk SRYIREL R AR AITERS 5 298 SEIEF A AE 1 #R114511102 E3iE (Tel) : 0755-26718332
LA
Add: Xili shahexi Road INe:5298, Baiwang R&Dcentre, Building 1, E-mail: ad@zztest.com.cn
District, Shenzhen, Guangdong, China f€H (Fax) : 0755-26544550
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Directions of Calibration

IEBRS: 20RA00411200002 F2RHA3IR
/' Certificate NO. Page of

' 1. DEPRESRRASHRENHEERX, H " SHURERERSEFEANTLREATEER.

The result reported here in apply only to the equipment, calibration items or parameter with "*" is beyond

the scope of our laboratory accreditation.

2, AR ARGKIE :

Reference documents for the calibration:

2 JIG(FETI)18-2012 EEEMEEMR{UEME
3. FRRERERNEEITRINERERER:

Major standards of measurement used in the calibration:

BRERR/ES
Description/Model

Bt R

Uyy=0.12%, k=2

U

rel

=0.07%, k=2

4] RO/, TERE

Place and environmental conditions of the calibration/inspection

RO :

Operation Location

ESisp/l]

IERM: A 22°C

Operation Environment

5. BN TRRERRE: 2021

Next calibration date is recommended

6. RUELER: PR E RS RAER

Calibration results  Calibrated project meets technical requirements

THEERRANELAERESTR
Uncertainty of Measurement or
Maximum Permissible Errors

2 (IDCV: U,g=001%, ACV: U,,=002%,

BFRRE DCA: U,=0.06%, ACA: U,=0.17%,
4 > R: U,4=0.01%, k=2

Certificate

No./Traceability to

197196361
YRR

197196362
sl o

196397561
pslling 15

60%

B 27 "

IERS/MHRER

Due Date

2020/12/25

2020/12/25

2020/11/19
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Result of Calibration

S | 20RA00411200002 BIMHIW
" Certificate NO. Page of
‘9} 1. SMIRTAFERIERE wa

2, EfBENMERE

tEE ~ME NMERE bint— £
(kv) (kv) (%) (%) P/F
30 29.98 -0.1 +1.0 P
60 59.76 0.4 £10 P
90 89.55 0.5 £10 P
120 119.74 0.2 £10 P
3. EERRERE
~E SEE MEIRE b £
(mA) (mA) %) %) P/F
10 0,998 .02 10 P
24 1.991 04 10 P

/

?& FRERERARABR
#iE (Notes) :

1. FREFIT BIREEREIRERREERUSABRAN SSUHNESET 4.
The expanded uncertainty is given in the report by the standard uncertainty

e

multiplied by the probability of about 95% when the factor .
ERBEV,(=0.5%, ERERU,=0.8%, k=2
2. f&#E (Reference document)
JJF 1059.1-201 2 B HEEFE SRR
(JJF 1059.1-2012 Evaluation and Expression of Uncertainty in Meastrement)
LIFE=H
The below is blank





地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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