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Certificate No.
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CALIBRATION
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Address

YEREFR: et 25 A 28 B8 BRI et

Description

B/ SXID-50A

Model/Type

HE HX=MBHREFIEBRAT

Manufacturer

RS 02190457 EES: /

Serial No. Asset-No.

HmiEREE: 2020-09-14

Date of Receipt Y D

&ig: PR TR & 15 (Passed at Calibration items)

Conclusion

BRERR: 7 12020-09-14 BTRRERR: 2021-09-13
Date of Calibratian N B) Due Date Y IMLB
3 H

Calibrati.on by % &
B/
Inspected by d%:?

HEA:

b) . - (/\:,\AIEE) 1k ‘5&
Approved Signatory 72, R (Stamp)

ALBEMA: TRE NHEE KA BERRAELESS
Address: No.8.South Street ShiJi Institute Guangzhou.Guangdong.China

BX R #iF(Tel): 020-31134076 T EBIE(CT):°020-31104772
f£E(Fax): 020-31134076 BRE4ES (Post): 511400
A TP (Web): www.lisaitest.com & F#B44(E-mail): cal@lisaitest.com
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Certificate No.

1L ANEEERUTHHERENN, REEEERFEIS0/IEC17025iREER.
This station is the.ztidrial authorized metrological verification station. The quality system is in accordance with
ISO/|ECT 7026
Z.W&Eﬂqﬂﬁﬂﬁf#ﬁiiﬁiﬂ)ﬁﬂﬁtﬂﬁﬁ‘l(ﬂ).
All data issued by this station are traceable to national primary standards and International System of Units(SI)
3AFBA T PP HE" Pass" F & "Fail"'N/A"{$ & "Not Applicable",
In the datasheet,'P" represents "Pass" and "F" represents "Fail" and "N/A" represents "Not Applicable"
4. FESM, (Environmental condition during the calibration).
SR (Temperature): 22°C  #B3HEE (Relative Humidity): 54 %
5. BOfEEA . (Place of the Calibration).
HELRR(TRE)

6. WROEIERIRAIERSEME. (Limiting condition of the instrument Calibration).

7. AR RERERMKIE, (Reference documents for the Calibration). ;
1G 984-2004 b SH&E S PEMIRREME V. R. for Earth-Continuity Testers

8. AREEMENEETEIFEEE, (Main standards of measurement used in the Calibration).

E=37 HIRS S WEIEHLE RAKHE
Description Serial No. Cegtificate No./ Due Date Traceability Technique Character
| Institute
EWSEeE 100550 3GC19120817641-2760 / 2021-01-09 INARITER 08 +0.5%
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1. RS RO 5SS ARIRAE$% R, The result relate only to the items calibrated/testing. O ) 4|
2. RERYDFAEHE LV ME 4RO AR BIRE . This certificate or report shall not be reproduced except in Page 2 of 4
full, thhou&%w;n‘.an approval of our station.
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Data Sheet.
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Regisiance Measurement)

TREE A
Reference Indicated
(mQ) (mQ)
10.000 9.939
30.00 29.91
50.00 49.96
100.00 99.98
10.000 9.998
20.00 19.96
30.00 29.93

XTFNEBLERAHEELR 08
Directionf of ugtartainty in the calibration

14 Feference document)
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CALISRATION
CNASL712:

Y
"ty > W
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KN

1WA20091441402-0001A

RE
Error
(mQ)
-0.061
-0.09
-0.04
-0.02
-0.002
-0.04
-0.07

IF1059.1-201 20 EXtHEE L ES ER
(IF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
2 MWEERY RAHERE (Expanded uncertainty of the measurement results)

1D:44610(1305671021743030273)

(The below is blank)

AHE
Uncertainty

(%)
0.2
0.2
0.2
0.2
0.2
0.2
0.2

RIFIRE it
MPE Conclusion
(mQ) (Pass/Fail)

+ 0100 P
+ 0.20 2
+ 030 P
+ 055 P
= 0.]00 P
£ _Q\15 P
£ 10.20 P
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地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 

[image: image4.png]