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CALIBRATION CERTIFICATE

(I

EBHRS: 09651005260001
Z B & W EHRERTHEIRESRAR
Name of Customer
E OF # i . EMEKETTERXBHRKE09S
Address of Customer

it B & R B R EREBERESR

Name of Instrument

M ® / B S : ZGF-300kV/2mA
Type/Specification

H T % S : SXB4802
Serial No.
[ - R e e

Regulation Number

# o& B O RNZHRIRENERRAF

Manufacturer

GERERE)
- Stamp
ZRBH 20008 & 104 B 28 H
Received Date Year Month Day
® & B #H 20200 S 0", Bt o3 H
Calibration Date Year Month Day
% BH 2020 4£ 10 B 230 B
Issue Date Year Month Day

bk SRR X T AR 7 285298 5 B AR R & REHE11HE1110E
Add: Xili Shahexi Road No.5298,BaiwangR&Dcentre;Buildingl,

11F,room 1110,Nanshan District,$}ctzhen,Guangdong,China
#R% (Post) :518057 :

F1R

Page of
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Approved by

e % TH2IF
Approved by

G 4 vy
% a3 R
Checked by
. ,.\QZT:_
" OE R

Calibrated

BIE (Tel) : 0755-26718332

E-mai | :ad@zztest. com. cn
{53 (Fax) : 0755-26544550

4k (Web) : http:/www.zztest.com.cn
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Directions of Calibration

ERHS:  09651005260001 v R - < B
Certificate NO. Page of

Lgm#&>ﬁéﬂsm&&uﬁﬁ;,%‘W'%m&ﬁmaﬁéﬁmﬁxﬂaﬁﬁzuﬂm
R,

ThéJ;ésuIt reported here in apply only to the equipment, Calibration items or parameter with "#" is
beyond the scope of our laboratory accreditation

2. RRBER R ARIKE :
Reference documents for the calibration:

S£MByJ6 (ET) 18-2012 (SR EMBEMNRMEEMIE) (JJG(JG) 18-2012V.R.of High-voltage
Withstanding Voltage Tester)

3. ARBERE RN EE T B ERRES:

Major standards of measurement used in the calibration:

THREERRALE
REBEFR

RS/ MRS

Uncertainty of Measurement or certificate No/Tracealility|
Maximum Permissible Errors to

< U,.y=0. 06%; ACI : Uyoy=0. 17% )
HFF AR89 PElE et O‘S(k::)' U 89140091 19340582237 113+ B PR 2020-12-24
SEREEHESFRo-300 | A0V Tl ai%:;zncv:z#o.w% 1725358 | 203512628 5RYIiH AR | 2021-08-11
T
203502106Fg<i}llﬁ:'1+i I
7T
4. BRI B

ACY: U, ,=0.33%;DCV: U=0. 16%

i k=2
Place ahy environmental conditions of the calibration/inspection
RO R : BRI nE 2306 HEXEE 56 %
Operation Location

5 BWTORBOERRR: 20214108228

Next calibration date is recommended

6. &;Eﬁ%: AT B A ARER/Cal ibrated project meets technical requirements
Calibration results

7. &ix:

Remarks

BHAH

Due Date

BARH/ES
Description/Model

BERS

Certificate No.

X ERMEE 53 E#RFRC-100
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Result of Calibration

IEBHS: 09651005260001 F3m #£3 W
Certificate No. Page of
P
1. SRR A E#
j‘.;\ppeumnce and interreaction: Pass
V4
2. BB EH:
Big ~E SEIE " E RFRE it
Range Indicating Value Actual Value Error MPE Conclusion
kV) (kVD (kV) kV) (kV) (P/F)
300 30.0 29.97 0.03 +1.50 P
60.0 59.96 0.04 + 3.00 P
90.0 89.92 0.08 + 4.50 P
120.0 119.88 0.12 + 6.00 R
150.0 149.78 0.22 + 7.50 P
180.0 179.87 0.13 + 9.00 P
210.0 209.67 0:33 + 10.50 P
240.0 239.59 0.41 + 12.00 B
270.0 269.60 0.40 + 13.50 P
300.0 299,52 0.48 + 15.00 P
3. Hyhd:
e Ml St Bz RVFRE it
%e Indicating Value Actual Value Error MPE Conclusion
(mA) (mA) (mA) (mA) (mA) (P/F)
2 0.213 0.207 +0.006 + 0.011 P
0.521L 0.514 +0.007 + 0.026 B
1.007 0.991 +0.016 + 0.050 P
1.511 1.507 +0.004 + 0.076 B
1.903 1.898 +0.005 + 0.095 P
BVE:
Notes:

LI ESE R RAH E L

(Expanded uncertainty of the measurement results)

1.1H FE(Voltage): U= 1.0% (k=2)

1.2 H3i(Current): U= 0.5% (k=2)

2 44 (Reference document)

JIF 1059.1-2012 W BT E FIFE SRR

(JJF 1059.1-2012 Eyalijation and Expression of Uncertainty in Measurement)





地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
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